
F500Z-4  #1 tested 1-05-04  John Kolb -3 db -3.05 kHz
526-9377-00 -6 db -3.15 kHz

-60 db -6.9 kHz

494.00 -67
495.50 -65
497.50 -60
499.24 -50
499.59 -40
499.79 -30
499.94 -20
500.00 -16
500.06 -10
500.10 -6
500.14 -3
500.16 -2
500.38 -1
500.51 -0.4
500.81 -1.3
501.45 0
503.04 -1
503.18 -2
503.19 -3
503.25 -6
503.31 -10
503.45 -20
503.62 -30
503.82 -40
504.08 -50
504.40 -60
504.42 -70
504.61 -72
505.13 -70
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