
F500Z-4  #5 tested 1-05-04  John Kolb -3 db -2.95 kHz
526-9377-00 -6 db -3.03 kHz

-60 db -4.65 kHz
NOS - terminals never soldered

492.00 -66
495.17 -65
497.87 -60
499.18 -68
499.30 -60
499.45 -50
499.65 -40
499.83 -30
500.01 -20
500.14 -10
500.20 -6
500.25 -3
500.27 -2
500.30 -1
500.56 -0.3
500.79 -0.7
501.16 0
501.58 -0.7
501.95 0
502.34 -0.5
502.62 -0.1
502.99 -1
503.19 -2
503.20 -3
503.23 -6
503.27 -10
503.37 -20
503.50 -30
503.62 -40
503.80 -50
503.95 -60
504.12 -67
505.32 -60
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